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1. Introduction {#sec005}
===============

In response to the HIV pandemic threat to global health, tremendous gains have been achieved towards the UNAIDS 90-90-90 goal \[[@pone.0232345.ref001], [@pone.0232345.ref002]\]. Scaling up of HIV viral load (VL) testing has been the integral part of "the third 90" goal as plasma VL remains the best predictor of viral suppression and treatment outcome \[[@pone.0232345.ref003]--[@pone.0232345.ref005]\]. Among the challenges facing VL access, timely plasma separation and transportation to testing laboratories remain a major barrier \[[@pone.0232345.ref006]\]. Sampling requires collection of a venous whole blood sample that is stable at room temperature for only up to six hours therefore requiring cold chain storage and centrifugation prior to testing \[[@pone.0232345.ref007]\]. Sample transport networks are often suboptimal resulting in significant delays \[[@pone.0232345.ref008]\].

VL testing using dried blood spot (DBS) samples bypass the issue of plasma separation and the World Health Organisation (WHO) has recommended this sampling strategy to improve the reach of VL testing services \[[@pone.0232345.ref009]\]. New point of care (POC) technologies such as Alere q presents a potential alternative to the current plasma or DBS VL testing in specialised VL facilities. POC testing would reduce the need for expensive laboratory infrastructure and skilled laboratory workers, and also could lower the cost of testing \[[@pone.0232345.ref010]\]. An easy to use, reliable and affordable POC VL would facilitate timely detection of VF, allow swift clinical decision making and reduce loss to follow up \[[@pone.0232345.ref011], [@pone.0232345.ref012]\]. The main rationale for this study was to evaluate the performance of a prototype Alere q whole blood VL assay and compare it against plasma VL and DBS VL in the classification of VF, as the need remains to evaluate POC technologies, to add to the existing DBS VL data due to the variability in testing protocols, differences in methodologies affecting sensitivity and specificity, the need for standardisation and the greater need for validated assays with regulatory approval.

2. Methods {#sec006}
==========

2.1 Study design and sampling {#sec007}
-----------------------------

This was a laboratory-based cross-sectional study. The primary study objective was to evaluate the performance of Alere q whole blood VL assay in the classification of VF using plasma VL as the gold standard. The secondary objective was to evaluate the performance of locally available commercial VL assays (Abbott and Roche) using DBS protocols in the classification of VF using plasma VL as the gold standard. Ethical approval was received from the Human Research Ethics Committee of the Faculty of Health Sciences at the University of Cape Town (HREC REF: 819/2014). Expedited ethics approval without the need for informed consent was received as no additional samples were collected. Strict patient confidentiality was maintained and no patient identifiers were present in data analysis. Routine plasma VL and CD4 samples from public sector antiretroviral clinics across the Western Cape Province were used in this evaluation. To ensure most of the VL analytical spectrum was covered, our convenient sampling strategy randomly selected paired CD4/VL EDTA samples where at least 50 samples of plasma VL results were from each of four categories: target not detected, \<40--1000 copies/ml, 1000--10,000 copies/ml and \> 10,000 copies/ml. Once a plasma VL and CD4 testing were complete, the remainder of the blood sample from CD4 testing was used for whole blood Alere q test and DBS within 72 hours of sample receipt to prevent sample degradation. DBS was prepared by applying 75μL of whole blood to each spot on a Whatman 903 filter-paper card, dried and packed into plastic bags with desiccant sachets and stored at room temperature in boxes away from direct sunlight or heat. DBS VL were tested in batches within 1--2 months of preparation. Whole blood specimen that was used for the DBS and Alere q testing was stored at room temperature after CD4 testing.

2.2 Laboratory testing {#sec008}
----------------------

The standard-of-care plasma VL testing was performed using Abbott RealTime HIV-1 assay (Abbott Laboratories, Chicago, USA) according to the manufacturer's instructions \[[@pone.0232345.ref013]\]. This was used as the main reference test with which samples were chosen in their respective VL categories and results from other methodologies were evaluated. The whole blood VL on the Alere q (Alere Technologies, Jena, Germany) was performed using a prototype cartridge, which detects viral RNA from 25μL of whole blood sample. The Alere q assay evaluated in this study in 2014 and 2015 was the prototype available for evaluation during this time period. Due to the low sample volume used, the limit of detection of this prototype assay is lower than the final commercially available version known as the m-PIMA™ HIV-1/2 VL test. The whole blood assay, however, has several advantages. As a POC test, capillary whole blood can be collected from a finger/heel prick directly for testing without the need for plasma separation. Operational requirements are minimal as compared to laboratory based assays as the cartridge kits can be kept at room temperature therefore no refrigeration is required. It can be used in a non-laboratory environment and can be operated on external power, with an internal rechargeable battery protecting it against power fluctuations. It does not require any user related instrument maintenance.

DBS VL protocols performed in this study were a revised Abbott RealTime HIV-1 DBS prototype protocol (Abbott DBS) and Roche CAP/CTM HIV-1 v2.0 DBS free virus elution protocol (Roche FVE) as these are the commercial platforms available in our setting. There are several workflow improvements with the revised protocol as compared to the original 'open mode' protocol which includes use of one DBS spot, number of sample tubes reduced from two to one, automated DBS eluate transfer and up to 93 DBS specimens per run therefore being more cost effective \[[@pone.0232345.ref014], [@pone.0232345.ref015]\]. The one spot Abbott RealTime HIV-1 DBS protocol was WHO prequalified and CE marked in 2016 when the limit of detection was found to be 839 copies/ml compared to the prototype protocol evaluated in this study which had a limit of detection of 1000 copies/ml \[[@pone.0232345.ref014], [@pone.0232345.ref016]\]. The performance characteristics of each of the VL assays are summarized in [Table 1](#pone.0232345.t001){ref-type="table"}. DBS preparation, Alere q VL and plasma VL testing were performed at Groote Schuur Virology laboratory in Cape Town while DBS protocols were performed at HIV Molecular Laboratory at Charlotte Maxeke Johannesburg Academic Hospital.

10.1371/journal.pone.0232345.t001

###### HIV VL test methods.

![](pone.0232345.t001){#pone.0232345.t001g}

  Method   Assay (Abbreviation)                                                                                                        Sample Type        Sample Volume    Reportable Range copies/ml
  -------- --------------------------------------------------------------------------------------------------------------------------- ------------------ ---------------- ---------------------------------
  **1**    [Standard-of-care]{.ul}: Abbott RealTime HIV-1 \[[@pone.0232345.ref013]\] (Plasma VL)                                       Plasma             600μL or 200μL   40--10 million, 150--10 million
  **2**    [Point-of-care]{.ul}: Alere q HIV-1/2 \[[@pone.0232345.ref017], [@pone.0232345.ref018]\] (Alere q)                          EDTA whole blood   25μL             2491--10 million
  **3**    Abbott RealTime HIV-1 DBS revised prototype protocol \[[@pone.0232345.ref015]\] (Abbott DBS)                                DBS                1 x 75μL spot    1000--10 million
  **4**    Roche COBAS AmpliPrep/COBAS TaqMan HIV-1 Test v2.0 DBS free virus elution protocol \[[@pone.0232345.ref019]\] (Roche FVE)   DBS                1 x 75μL spot    400--10 million

Table 1 To provides a list of the assays evaluated: sample type, volume used and reportable range. Refer to cited references for details of each assay methodology.

2.3 Analysis {#sec009}
------------

Sensitivity and specificity for identifying VF compared to the gold standard, plasma VL, was calculated. Plasma VL threshold of 1000 copies/ml were used as the gold standard for determining VF as this is the threshold recommended by WHO that is associated with treatment failure. Linear correlation and Bland-Altman plots were used to compare VL methodologies from a quantitative perspective using Microsoft Excel 2016 (Microsoft, USA), while sensitivity, specificity and correct classification of VF were calculated using Stata version 10 (StataCorp, USA). VL results are reported in copies/ml or log~10~ transformed copies/ml.

3. Results {#sec010}
==========

3.1 Samples and patient characteristics {#sec011}
---------------------------------------

Two hundred and ninety-nine patient samples were selected for the study. The patients in each plasma VL categories were as follows: 94 (32%) were target not detected, 52 (17%) between \<40--1000 copies/ml, 52 (17%) 1000--10,000 copies/ml, 53 (18%) 10,000--100,000 copies/ml and 48 (16%) \>100,000 copies/ml. The median age of the patients was 35 years (interquartile range 28--41) with majority (93%) of samples from adults.

3.2 Overall performance and classification of VF {#sec012}
------------------------------------------------

**Sensitivity** for identifying VF when plasma VL\>1000 copies/ml: Alere q had the best sensitivity of 100% (95% CI 97--100%), followed by 91% (95% CI 85--95%) with Abbott DBS, while Roche FVE had a reduced sensitivity of 52% (95% CI 44--61%). Roche FVE showed 0% sensitivity when plasma VL was 1000--10,000 copies/ml but had 80% sensitivity when plasma VL was \>10,000 copies/ml.

**Specificity** for identifying absence of VF when plasma VL\<1000 copies/ml: Roche FVE had the best specificity of 99% (95% CI 95--100%), followed by 84% (95% CI 77--89%) with Abbott DBS, while Alere q had a reduced specificity of 19% (95% CI 13--27%).

Overall Alere q, Abbott DBS and Roche FVE correctly classified VF in 61%, 87% and 76% of samples respectively. Abbott DBS had the best correlation with plasma, followed by Roche FVE and Alere q (Figs [1](#pone.0232345.g001){ref-type="fig"} and [2](#pone.0232345.g002){ref-type="fig"}). The performance varied across plasma VL categories ([Table 2](#pone.0232345.t002){ref-type="table"} and Figs [1](#pone.0232345.g001){ref-type="fig"} and [2](#pone.0232345.g002){ref-type="fig"}). The greatest variability in classifying VF was observed in the \<40--1000 copies/ml category.

![Correlation plots between plasma VL and Alere q/DBS assays in log~10~ copies/ml.\
*Correlation plots between plasma VL and 1a) Alere q***---**R^2^ = 0.46. *1b) Abbott DBS***--**R^2^ = 0.72. 2.9log~10~ has been used on plot for samples \<1000 copies/ml (lower limit of quantification). *1c) Roche FVE*---R^2^ = 0.62. 2.6log~10~ has been used on plot for Roche FVE samples \<400 copies/ml (lower limit of quantification). Results below the detectable limit are plotted as 0 for all the plots.](pone.0232345.g001){#pone.0232345.g001}

![Bland Altman plots between plasma VL and Alere q/DBS assays in log~10~ copies/ml.\
*Overall mean log*~*10*~ *copies/ml difference between plasma VL and 2a) Alere q* = -1.18 *2b) Abbott DBS* = -0.11 *2c) Roche FVE* = 0.78. Viral load that was below the detectable limit was plotted as 0 on graph, \<1000 copies/ml for Abbott DBS was plotted as 2.9 log~10~, and \<400 copies/ml for Roche FVE was plotted as 2.6 log~10~. The horizontal lines represent the mean (solid line) and the ± 1.96 standard deviations (dashed lines).](pone.0232345.g002){#pone.0232345.g002}

10.1371/journal.pone.0232345.t002

###### Percentage of correct classification of VF by Alere q and DBS methods according to plasma VL categories.

![](pone.0232345.t002){#pone.0232345.t002g}

  Plasma VL categories   Target not detected   \<40--1000 copies/ml   Specificity                       1000--10,000 copies/ml   \>10,000 copies/ml   Sensitivity
  ---------------------- --------------------- ---------------------- --------------------------------- ------------------------ -------------------- ----------------------------------
  Alere q                22% (21/94)           14% (7/51)             19% (28/145) (95% CI 13--27%)     100% (52/52)             100% (101/101)       100% (153/153) (95% CI 97--100%)
  Abbott DBS             89% (84/94)           75% (38/51)            84% (122/145) (95% CI 77--89%)    75% (39/52)              99% (97/98)          91% (136/150) (95% CI 85--95%)
  Roche FVE              100% (90/90)          98% (49/50)            99% (139/140) (95% CI 95--100%)   0% (0/50)                80% (76/95)          52% (76/145) (95% CI 44--61%)

Definition of correct classification of VF by Alere q and DBS methods according to plasma VL categories using the VF threshold of 1000 copies/ml: when plasma VL \< 1000 copies/ml (both target not detected and \<40-1000copies/ml categories) then Alere q/DBS VL \<1000 copies/ml (specificity in identifying absence of VF), when plasma VL \> = 1000 copies/ml (both 1000--10,000 and \>10,000 copies/ml categories) then Alere q/DBS VL \> = 1000 copies/ml (sensitivity in identifying VF). Alere q showed 100% sensitivity, however there was reduced specificity in both the target not detected and \<40--1000 copies/ml plasma VL categories.(22% and 14% respectively). For Abbott DBS, sensitivity was best above 10,000 copies/ml, however sensitivity was 75% in the 1000--10,000 copies/ml category, and specificity was 75% in the \<40--1000 copies/ml category. Roche FVE demonstrated the opposite performance with 0% sensitivity in the 1000--10,000 copies/ml category but had the best specificity. Correct classification was best for all methods at \>10,000 copies/ml.

4. Discussion {#sec013}
=============

Our study compared several different approaches adopted by manufacturers in an attempt to provide alternatives to plasma VL testing. These methodologies differ in terms of sample treatment, nucleic acid extraction, amplification targets, detection methods and software cutoff algorithms, and thus the cause of the varied performances is likely multi-factorial.

Our study is one of the preliminary studies evaluating Alere q whole blood VL. Its advantages are POC test, ease of use, minimal training required, small portable instrument, small sample volume, built in controls, results within an hour and excellent sensitivity. These advantages were confirmed in early infant diagnosis field study in South Africa where good performance was shown and use reported as highly acceptable \[[@pone.0232345.ref020]\].

Both Alere q whole blood VL and Abbott DBS measures cell associated HIV RNA as both extraction methods are RNA selective. The over-quantification was significantly greater with Alere q, probably due to other differences such as assay target, detection methodology, in conjunction with cell associated HIV RNA. However, the inclusion of cell-associated HIV RNA can vary greatly from one clinical sample to the next depending on clinical factors such as duration of viral suppression, CD4 count, haematocrit and other factors such as HIV DNA copy number in cells, as well as presence of spliced and unspliced HIV RNA in cells (low levels of unspliced RNA in patients suppressed on ART) \[[@pone.0232345.ref010], [@pone.0232345.ref021]\].

A study on Alere q using finger-prick capillary whole blood samples in a primary health care centre in Mozambique had similar results to ours albeit with better specificity, sensitivity was 96.83% and specificity was 47.8% \[[@pone.0232345.ref022]\]. Jani and colleagues suggested that a raised cut-off of 10,000 copies/ml would provide a better predictor of VF for Alere q and our independent ROC analysis confirms this finding \[[@pone.0232345.ref022]\]. Its low throughput and reduced specificity warrant further investigation to identify its niche use in large ART programmes. In a programmatic setting, individuals with VL's within this range would either require confirmatory plasma VL testing at a reference laboratory, or have further POC VL's to monitor the whole blood VL trajectory before a clinical decision can be made. Both of these approaches would result in delay and thus needs to be weighed against the risk of misclassification. The WHO 2016 consolidated guidelines on the use of antiretroviral drugs for treating and preventing HIV infection recommend the threshold of 1000 copies/ml for VF using DBS as well as a sensitivity and specificity \>85%, therefore Alere q using whole blood does not fulfil this acceptability criteria.

Although the limit of detection of Alere q using whole blood is 2491 copies/ml, patients with VF have a plasma VL \>1000 copies/ml and use of whole blood would include measurement of cell associated HIV RNA therefore elevating the viral load. Our analysis showed 100% sensitivity in detection of VF using Alere q including plasma VL's between 1000--3000 copies/ml.

Although DBS methodologies compares favourably in overall proportion of correctly identified VF, their lack of sensitivity and the variability between methodologies detected in our data is a concern. Reduced sensitivity of DBS is attributed to smaller volume of blood processed, reduced extraction efficiency and presence of PCR inhibitors \[[@pone.0232345.ref021], [@pone.0232345.ref023]\]. The DBS protocols had the tendency to lower VL quantification when the plasma VL was 1000--10,000 copies/ml, as demonstrated by the reduced sensitivity in this category, as compared to a good sensitivity seen at \>10,000 copies/ml plasma VL. The reduced sensitivity of Roche FVE, in particular, may be related to the inefficiency of the free virus elution and the lower input volume of DBS. Increasing the software correction factor as shown by Pollack et al. or using two or more spots may help to improve the sensitivity \[[@pone.0232345.ref024]\]. Pooled estimates of sensitivity and specificity based on a technical evaluation meta-analysis for Roche FVE was 95% sensitivity and 94% specificity while for Abbott DBS one spot was 88% sensitivity and 99% specificity \[[@pone.0232345.ref025]\]. Our study found a lower sensitivity (52%) with use of Roche FVE but specificity was comparable \[[@pone.0232345.ref019], [@pone.0232345.ref026], [@pone.0232345.ref027]\]. An evaluation of Roche FVE by Taieb et al. reported 55% sensitivity and 100% specificity, similar to our findings \[[@pone.0232345.ref028]\]. The sensitivity and specificity of Abbott DBS in our study is comparable to other studies evaluating the one spot or two spot protocol \[[@pone.0232345.ref014], [@pone.0232345.ref029]--[@pone.0232345.ref032]\].

A study evaluating DBS for VF by Sawadogo and colleagues concluded that the recommendations should not treat different assays and extraction methods as homogeneous and explicit recommendations for each should be available \[[@pone.0232345.ref033]\]. Inzaule and colleagues argue that the DBS cut-off of 1000 copies/ml is too stringent for VF based on their analysis of 79,566 VL results from patients receiving ART in western Kenya and will result in unnecessary repeat tests and regimen switches \[[@pone.0232345.ref034]\]. These studies, in conjunction with our finding of great variability between methodologies, suggest either some form of harmonization of the whole blood and DBS VL methodologies and interpretation is required, or other alternatives should be explored. In particular, the use of field plasma separation device and plasma separation cards could be a preferred method for performing VL in remote settings \[[@pone.0232345.ref025], [@pone.0232345.ref035]\].

Our study has the following limitations. Most significantly, DBS preparation and POC testing was performed in the laboratory in a controlled environment by skilled laboratory workers and not by the intended POC health care workers, as a result venous whole blood samples and not capillary blood was used for the POC and DBS assays in this evaluation. However, study that is conducted in the field would introduce even more variance and likely amplify the discrepancies between various technologies that we have found. The cross-sectional nature of the study precludes any follow-up analysis and with limited clinical and laboratory parameters, it is difficult gain insight into the exact cause of the inter-assay VL variance. Appropriately powered longitudinal studies would be required to address this issue.

5. Conclusion {#sec014}
=============

Although various factors lead to the variability in whole blood and DBS VL quantification, the crucial advantage advocating their use is increasing access to VL. The strength of Alere q is its use as a POC test using whole blood and the excellent sensitivity of 100%, however this was offset by the specificity of only 19%. The over estimation of VL would lead to unnecessary re-testing and switching regimens. Optimisation of Alere q whole blood VL is required to facilitate the implementation of a cut-off with optimal sensitivity and specificity for VF. Both the Abbott DBS and Roche FVE protocols showed good specificity, however sensitivity was reduced when the plasma VL was 1000--10,000 copies/ml. This could result in delays in detecting VF and accumulation of drug resistance. Field evaluation in settings that have adopted these DBS protocols are necessary to gauge its real world performance.

Supporting information {#sec015}
======================

###### Receiver operating characteristic (ROC) curve analysis.
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Click here for additional data file.
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Reviewer \#2: The present study aims to address a cotemporary, globally important issue for HIV treatment and care; however, the manuscript in its current format needs significant improvement in order to reach publication standard. Following are some comments hopefully can help

Introduction

\- The argument that "quality of evidence is low due to insufficient published data...." (Lines 45-47 page 3) is not well supported by existing evidence: According to a recent WHO report there were 40 technical evaluations of DBS across 25 countries examining 6 different commercially available VL technologies resulted in more than 10,000 paired DBS-plasma points. It suggested "sufficient evidence has been generated on the performance of DBS specimens for viral load testing to support the initiation of scale-up" (HIV molecular diagnostics toolkit to improve access to viral load testing and infant diagnostics, July 2019). The rationale for the present study need to be revised and strengthen

\- Detailed descriptions of the POC VL test under investigation are needed. The Alere q POC viral load had been on the market (?) for a while (previous study published in 2016 -- reference 19) why there is still "prototype" whole blood protocol? More details on operational requirements of the technologies are also needed

\- Clear statement of the study objectives: primary and secondary objectives are recommended: which was the index test, which was the reference, and comparators

Methods

\- Lines 60-61: ... Lower than detection limit (LDL) of which technology? There were 3 different tech/protocols mentioned. Please explain why these specific technologies/protocol were selected? Was Sample size calculation performed?

\- As this is a diagnostic accuracy study (as it appears in the introduction of the manuscript) , I'm not quite sure why was it needed/authors wanted) to collect data to "determine potential predictors of VL method discrepancies" ??? How did it come even before knowing there were "discrepancies" across measures in this study? As paired samples were used/tested

\- VL threshold of 1000 copies/ml was used so detailed analysis for diagnostic accuracy of this cut-off needed to be described (sensitivity, specificity...). Same as for Bland-Altman analysis for quantitative measures

Results

\- Lines 98-100 page 5 CD4 count, ART regimen/history not directly relevant/necessary for the main purpose of this study

\- Lines 105-118 page 6: presentation of the results is not clear and somewhat repetitive. Suggest to separate out caparisons for primary and secondary objectives Alere q vs. plasma and Alere q vs DBS

\- Lines 121-133 page 7 repeated results (with different expressions). Lines 146-154 page 8 not necessary/relevant

Discussion

\- Lines 159-161 "the tendency of Alere q... most likely due to cell associated HIV RNA..." this is also true for DBS (which is also dried whole blood sample). Should/can the Alere q run on fresh plasma sample processing at site using mini centrifuge?

\- Discussions of clinical factors influencing the variability in VL measures across technologies are not necessary. Potential reasons for reduced accuracy of Roche DBS/FVE has been extensively discussed in literature

\- The recommendation of increasing correction factor or using more spots are too general and prompt the question of why this challenge has not been addressed even though is has been identified previously (low specificity)?

\- The "excellent sensitivity" note (of Alere q whole blood) is somewhat misleading without an equal highlighted note/discussion of "low specificity" of \<50%, which is consistent with previous research and suggested that the technology has not been improved over last few years??? This has an important implication for field implementation as it indicates very high/unacceptable over estimation of HIV VL leading to unnecessary retesting/confirmatory testing of treatment failure and switching regimen

\- Lines 199-200 please check the references

Conclusion

\- Not clear on key messages. Again highlighting the "excellent sensitivity" without noting low specificity is misleading and based on results of this study the use of "prototype" whole blood protocol Alere q for HIV VL testing should not be "warranted" without further technology improvement and validation

Figures 3a/b BA plots should be revised clearly shown 95%CI of the mean deferences & LoAs
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5\. Review Comments to the Author

Please use the space provided to explain your answers to the questions above. You may also include additional comments for the author, including concerns about dual publication, research ethics, or publication ethics. (Please upload your review as an attachment if it exceeds 20,000 characters)

Reviewer \#1: The manuscript by Khan and colleagues presents a laboratory evaluation of the new Alere q point of care (POC) machine to measure HIV viral load from whole blood as compared to plasma which is the gold standard; interestingly, they also compare its performances to those of DBS, again as compared to plasma. This kind of evaluation is essential to help scaling-up of HIV viral load monitoring in resource-limited settings which still is scarce in many settings. In that respect, I am favorable to accept this manuscript if the modifications are conducted.

1\) In the method section, the authors mention that the samples originate from routine care. The plasma is intended for HIV viral load monitoring, while the whole blood sample was intended for CD4 viral load measurement. Due to the sampling strategy, HIV viral load on plasma needed to be performed first before DBS samples were prepared and before a sample dedicated to Alere q was saved. Some details about the delay between whole blood sampling and DBS preparation, about the condition of storage of the whole blood, and about the condition and duration of storage of DBS would be welcome. Could the authors also mention if the CD4 measurement was performed or not.

Answer: To ensure most of the VL analytical spectrum was covered, our convenient sampling strategy randomly selected paired CD4/VL EDTA samples where at least 50 samples of plasma VL results were from each of four categories: \<40 copies/ml, 40--1000 copies/ml, 1000 -- 10,000 copies/ml and \> 10,000 copies/ml. Once a plasma VL and CD4 testing were complete, the remaining paired CD4 sample was used for whole blood Alere q test and DBS within 72 hours of sample receipt to prevent sample degradation. DBS was prepared by applying 75µL of whole blood to each spot on a Whatman 903 filter-paper card, dried and packed into plastic bags with desiccant sachets and stored at room temperature in boxes away from direct sunlight or heat. DBS VLs were tested in batches within 1-2 months of preparation. Whole blood specimen that was used for the DBS and Alere q testing was stored at room temperature after CD4 testing.

2\) In table 1, the reportable HIV viral load range of each technique is indicated. It is surprising to see that the range is 2491 copies/mL to 10 million copies/mL for the Alere q POC, and 1000 copies/mL to 10 million copies/mL for the Abbott DBS technique. This is not correct for the Abbott DBS technique. Moreover, this does not make sense given the evaluation they conduct to identify virological failure at the threshold of 1000 copies/mL. It is also surprising to read that each spot is 75µL as the manufacturers recommend 70µL/spot; 70µL is also mentioned in the reference 14 chosen by the authors in table 1, I was unable to identify reference 13. Tang et al. in Journal of clinical virology 2017 is probably a better reference.

Answer: Alere q requires 25µL whole blood, due to the smaller sample volume as compared to DBS and plasma the limit of detection is therefore lower. According to the package insert and the WHO Prequalification of In Vitro Diagnostics public report on Alere™ q HIV-1/2 Detect, which was designed as a qualitative nucleic acid amplification test for the detection of Human Immunodeficiency Virus (HIV) type 1 groups M/N and O and type 2, the limit of detection for HIV-1 group M is 2491 copies/ml. (Available from: <https://www.who.int/diagnostics_laboratory/evaluations/pq-list/hiv-vrl/160613PQPublicReport_0226-032-00AlereHIVDetect_v2.pdf>.). Patients with virological failure have a plasma VL \>1000 copies/ml. Use of whole blood would include measurement of cell associated HIV RNA therefore elevating the VL. Our analysis showed 100% sensitivity in detection of virological failure using Alere q including plasma VL's between 1000-3000 copies/ml.

In reference 17, "Smit PW, Sollis KA, Fiscus S, Ford N, Vitoria M, Essajee S, et al. Systematic review of the use of dried blood spots for monitoring HIV viral load and for early infant diagnosis. PloS one. 2014;9(3):e86461" -- thirteen studies evaluated DBS HIV viral load and the volume of blood per DBS spot ranged from 50--100µL. Most manufacturers do recommend 70µL/spot. To optimize sensitivity and facilitate full coverage of spot, 75µL of whole blood was applied to each spot.

The Abbott DBS protocol that was evaluated is a revised prototype protocol that uses one DBS spot (reportable range 1000-10 million copies/ml) as compared to two DBS spots used by the Abbott RealTime HIV-1 original 'open mode' protocol (reportable range 550-10 million copies/ml). Reference 13, "Shihai Huang SC, Brian Erickson, John Salituro, Chadwick Dunn, Livhuwani Nxumalo, Jeffrey Wuitschick, Jens Dhein. Improved Performance of the New Prototype Automated Abbott RealTime HIV-1 DBS Viral Load Assay: Potential Use in Expanded Viral Load Testing in Resource Limited Setting. ASLM2014" was presented as an oral and poster presentation at the African Society for Laboratory Medicine in 2014(From: <https://www.eiseverywhere.com/docs/4466/ScientificProgrammeBook>). There are several workflow improvements with the revised prototype protocol as compared to the original 'open mode' protocol which includes use of one DBS spot, number of sample tubes reduced from two to one, automated DBS eluate transfer and up to 93 DBS specimens per run therefore being more cost effective. We had also evaluated the original 'open mode' protocol however chose not to include the data as the results from both protocols were similar.

Have added the Tang et al. in Journal of clinical virology 2017, as it also evaluates the revised Abbott DBS protocol and is more recent.

3\) In the "analysis" subsection of the "methods" section, it should be clearly stated that correlations and Bland-Altman analysis aim at comparing the methodologies from a quantitative perspective. The ROC curve analysis is mentioned in this section but never presented in the result section and briefly mentioned in the discussion; this is however not of prime interest in this study. If the authors insisted to present the results from the ROC curve, it should come after mentioning that the main goal of the evaluation is a qualitative evaluation, and estimates the ability of the different techniques to identify patients in virological failure defined at the threshold of 1000 copies/mL, when this threshold is used for both the technique evaluated and the plasma. This evaluation relies on the estimation of sensitivity and specificity of each technique as compared to plasma. These terms never appear in the method section while they are much more important than the "proportions of correctly classified"; indeed, the WHO guidelines state that DBS techniques should present a sensitivity and specificity \>85% in order to be an acceptable option for HIV viral load monitoring, it is clearly not a criteria based simply on the proportion of correctly classified. The "analysis" subsection must be written in a more intelligible way, and the "results" section should clearly state the sensitivities and specificities as this is not done.

Answer: See revised manuscript for re-written analysis section of methods as per reviewer's comments.

4\) In the "results" section, nearly all the data from the table 2 are already in the text. Consider removing the table. Figure 1 provides no informative data; consider removing. The section 3.2 alternates between quantitative comparisons and qualitative comparisons. This should be rewritten for better clarity.

Answer: Removed table 2 and figure 1 as per reviewer's recommendation. Re-written section 3.2.

5\) In the "results" section, the authors mention indifferently specificity or upward misclassification on the one hand, and sensitivity or downward misclassification on the other hand; this makes the reading very complex and confusing. The standard statistical method to compare a test to a gold standard relies on estimation of sensitivity and specificity. The authors should stick to these terms for the sake of comparison. In table 3, it would be very valuable to present not only % but numbers as well. Two columns could also be added to present sensitivity and specificity with their confidence intervals. This section suffers from repetition.

Answer: To use the terms sensitivity and specificity as recommended and remove upward/downward misclassification. Table amended as per reviewer recommendations.

6\) The Bland-Altman is supposed to be a representation of the mean of two techniques on the x-axis against the difference between the two techniques on the y-axis. The caption on the x-axis seem to indicate that the Bland-Altman analysis is not correctly conducted. A legend for the x-axis should be reported. Moreover, this analysis requires to represent three horizontal lines: the mean difference and the 95% confidence interval of the difference. None of these appear in the figures. This must be addressed as it is difficult with the current figures to judge the quality of the techniques.

Answer: See revised Bland-Altman analysis as per reviewer recommendations.

7\) In the discussion, the authors mention the DBS protocols had the tendency to lower viral load quantification. I disagree with this statement. It might be very true for the Roche protocol with a sensitivity to detect failure of 76%; this is also obvious on the scatter plot (especially if the authors add the line with equation y=x). This is less true with the Abbott protocol with sensitivity and specificity of 95% and 92%, respectively. The under-estimation of the viral load level with the Roche technique has already been described in the literature, and this should be reported here. The low sensitivity of the Roche DBS technique is particularly worrying as about 25% of those in failure would not be identified as such. The authors state that Alere q has a very good sensitivity, which is indeed 100%. However, the specificity was particularly bad (61%) which should be discussed. It looks like they attempt to discuss it by mentioning that in case of "false virological failure", the patients would undergo confirmatory plasma VL testing at a laboratory of further POC VL monitoring. But this is not totally clear. The discussion needs clarification and should be put in perspectives with other similar studies as well as with the WHO recommendations.

Answer: Performance of DBS VL is highly variable. The DBS protocols had the tendency to lower viral load quantification when the plasma VL was 1000-10,000 copies/ml, as demonstrated by the reduced sensitivity in this category, as compared to a good sensitivity seen at \>10,000 copies/ml plasma VL. Other studies have evaluated the Roche free virus elution (FVE) protocol. An evaluation by Wu et al. had a 90% sensitivity and 100% specificity from paired DBS and plasma samples from 196 patients, with plasma VLs ranging from undetectable to 106 copies/ml. Another study by Makadzange et al. had a 92.7% sensitivity and 100% specificity and found that DBS viral load values were 1 log10 copies/ml lower than those obtained by plasma. Pannus et al. evaluated both Roche FVE and Abbott DBS which had 80.8% and 76% sensitivity and 87.3% and 89.7% specificity respectively. Pooled estimates of sensitivity and specificity based on published data up to June 2015 in the WHO HIV treatment guidelines 2016 for Roche FVE was 85% sensitivity and 94% specificity while for Abbott DBS was 95% sensitivity and 92% specificity. Our study found a lower sensitivity (52%) with use of Roche FVE but specificity was comparable. The sensitivity and specificity of Abbott DBS in our study is comparable to other studies (Erba et al, Rutstein et al, Zeh et al.).

The reduced specificity of Alere q is most likely due to the inclusion of cell associated HIV RNA in its methodology. The inclusion of cell-associated HIV RNA can vary greatly from one clinical sample to the next depending on clinical factors such as duration of viral suppression, CD4 count, haematocrit and other factors such as HIV DNA copy number in cells, as well as presence of spliced and unspliced HIV RNA in cells. A study on Alere q POC VL using finger-prick capillary whole blood samples in a primary health care centre in Mozambique had similar results to ours albeit with better specificity, sensitivity was 96.83% and specificity was 47.8%. Jani and colleagues suggested that a raised cut-off of 10,000 copies/ml would provide a better predictor of VF for Alere q and our independent ROC analysis confirms this finding. However the WHO 2016 consolidated guidelines on the use of antiretroviral drugs for treating and preventing HIV infection recommend the threshold of 1000 copies/ml for virological failure using DBS as well as a sensitivity and specificity \>85%.

Minor comments:

Throughout the manuscript, ul is written instead of µL. Answer: Changed to µL

IQR should be written in full at the first appearance Answer: Amended

ART should be written in full at the first appearance, and not at its second appearance Answer: Amended

Mention of "Alere q" is not homogeneous throughout the manuscript Answer: Amended

Reviewer \#2: The present study aims to address a cotemporary, globally important issue for HIV treatment and care; however, the manuscript in its current format needs significant improvement in order to reach publication standard. Following are some comments hopefully can help

Introduction

\- The argument that "quality of evidence is low due to insufficient published data...." (Lines 45-47 page 3) is not well supported by existing evidence: According to a recent WHO report there were 40 technical evaluations of DBS across 25 countries examining 6 different commercially available VL technologies resulted in more than 10,000 paired DBS-plasma points. It suggested "sufficient evidence has been generated on the performance of DBS specimens for viral load testing to support the initiation of scale-up" (HIV molecular diagnostics toolkit to improve access to viral load testing and infant diagnostics, July 2019). The rationale for the present study need to be revised and strengthen

Answer: The main rationale for this study was to evaluate the performance of a prototype Alere q HIV VL assay using whole blood and compare it against plasma VL and DBS VL in the classification of virological failure, as the need remains to evaluate POC technologies, to add to the existing DBS VL data due to the variability in testing protocols, differences in methodologies affecting sensitivity and specificity, the need for standardisation and the greater need for validated assays with regulatory approval. New POC technologies such as Alere q presents a potential alternative to the current plasma or DBS VL testing in specialised VL facilities. POC testing would reduce the need for expensive laboratory infrastructure and highly skilled laboratory workers, and also could lower the cost of testing. Rapid, reliable and affordable POC VL, with minimal equipment and training requirements, would have a major impact on treatment outcomes by facilitating timely detection of virological failure and swift clinical decision making as well as reduce loss to follow up.

The 2016 WHO consolidated guidelines on the use of antiretroviral drugs for treating and preventing HIV infection have recommended the use of DBS in settings where plasma VL cannot be done due to logistical, infrastructural or operational barriers. Only two commercial assays have received CE-IVD and WHO prequalification regulatory approval for viral load using DBS (Abbott RealTime HIV-1 and bioMérieux NucliSENS EasyQ® HIV-1). The systematic review and meta-analysis on the performance of using DBS for viral load testing which includes the 40 technical evaluations from 25 countries is currently unpublished. The sample size evaluated for Abbott DBS and Roche FVE was only 2704 and 3076 respectively.

\- Detailed descriptions of the POC VL test under investigation are needed. The Alere q POC viral load had been on the market (?) for a while (previous study published in 2016 -- reference 19) why there is still "prototype" whole blood protocol? More details on operational requirements of the technologies are also needed

Answer: The prototype Alere q HIV-1/2 assay was evaluated in this study as specimens were tested in 2014 and 2015 using the prototype available for evaluation during this time period. The Alere™ q HIV-1/2 Detect has undergone WHO prequalification as a qualitative nucleic acid amplification test for the detection of HIV in plasma and whole blood in 2016. Abbott Diagnostics is now the supplier of Alere, and offer the viral load as the m-PIMA™ HIV-1/2 VL test which is commercially available, and has received CE-IVD marking and WHO prequalification using plasma in 2019. Its advantages are point of care test, ease of use, minimal training required, small portable instrument, small sample volume, built in controls, results within an hour and excellent sensitivity. The whole blood assay however is more advantageous as a point of care test as capillary whole blood can be collected from a finger/heel prick directly for testing. Operational requirements are minimal as compared to laboratory based assays as the cartridge kits can be kept at room temperature therefore no refrigeration is required. It can be used in a non-laboratory environment and can be operated on external power, with an internal rechargeable battery protecting it against power fluctuations. It does not require any user related instrument maintenance.

\- Clear statement of the study objectives: primary and secondary objectives are recommended: which was the index test, which was the reference, and comparators

Answer: Study objective

To evaluate the performance of a prototype Alere q whole blood VL POC assay in the classification of virological failure using plasma VL as the gold standard.

To evaluate the performance of locally available commercial VL assays (Abbott and Roche) using DBS protocols in the classification of virological failure using plasma VL as the gold standard.

Methods

\- Lines 60-61: ... Lower than detection limit (LDL) of which technology? There were 3 different tech/protocols mentioned. Please explain why these specific technologies/protocol were selected? Was Sample size calculation performed?

Answer: Plasma VL was used as the gold standard. Plasma specimens routinely tested by the Abbott RealTime HIV-1 assay were selected. To ensure most of the VL analytical spectrum was covered, our convenient sampling strategy randomly selected plasma VL results to include at least 50 specimens from each of four categories: \<40 copies/ml, 40--1000 copies/ml, 1000 -- 10,000 copies/ml and \> 10,000 copies/ml.

The prototype Alere q whole blood VL point of care assay was available for evaluation as an attractive means to increase access to VL testing. The DBS protocols were selected as Abbott and Roche plasma viral load platforms are locally available in our setting.

To ensure most of the VL analytical spectrum was covered, our convenient sampling strategy randomly selected plasma VL results to include at least 50 specimens from each of four categories listed above. Testing was then done based on the number of Alere q whole blood VL cartridges available, to include a total of 299 with results.

\- As this is a diagnostic accuracy study (as it appears in the introduction of the manuscript) , I'm not quite sure why was it needed/authors wanted) to collect data to "determine potential predictors of VL method discrepancies" ??? How did it come even before knowing there were "discrepancies" across measures in this study? As paired samples were used/tested

Answer: It was anticipated from previous studies on DBS VL and WHO guidelines that discrepancies would occur as plasma measures cell free virus only while whole blood/DBS also includes cell associated virus. The inclusion of cell-associated HIV RNA can vary greatly from one clinical sample to the next depending on clinical factors such as duration of viral suppression, CD4 count, haematocrit and other factors such as HIV DNA copy number in cells, as well as presence of spliced and unspliced HIV RNA in cells (low levels of unspliced RNA in patients suppressed on ART). The volume of blood per DBS spot can range 50-100µL therefore can lead to reduced sensitivity as compared to plasma VL that tests 200-600µL. These factors were anticipated to impact on sensitivity and specificity.

\- VL threshold of 1000 copies/ml was used so detailed analysis for diagnostic accuracy of this cut-off needed to be described (sensitivity, specificity...). Same as for Bland-Altman analysis for quantitative measures

Answer: See revised manuscript for sensitivity and specificity. See revised Bland-Altman analysis as per reviewer recommendations.

Results

\- Lines 98-100 page 5 CD4 count, ART regimen/history not directly relevant/necessary for the main purpose of this study

Answer: Removed CD4 count and ART history.

\- Lines 105-118 page 6: presentation of the results is not clear and somewhat repetitive. Suggest to separate out caparisons for primary and secondary objectives Alere q vs. plasma and Alere q vs DBS

Answer: See revised manuscript for amended results.

\- Lines 121-133 page 7 repeated results (with different expressions). Lines 146-154 page 8 not necessary/relevant

Answer: Figure 1 removed. Table amended as per reviewer 1 recommendations. Can remove lines 146-154 page 8.

Discussion

\- Lines 159-161 "the tendency of Alere q... most likely due to cell associated HIV RNA..." this is also true for DBS (which is also dried whole blood sample). Should/can the Alere q run on fresh plasma sample processing at site using mini centrifuge?

Answer: Yes, both Alere q whole blood assay and Abbott DBS protocols measures cell associated HIV RNA, both extraction methods are RNA selective. The over-quantification was significantly greater with Alere q, probably due to other differences such as assay target, detection methodology, in conjunction with cell associated HIV RNA. The Roche FVE measures only extracellular HIV RNA similar to plasma therefore it demonstrated the best specificity.

Abbott Diagnostics is now the supplier of Alere, and offer the viral load as the m-PIMA™ HIV-1/2 VL test which is commercially available, and has received CE-IVD marking and WHO prequalification using plasma in 2019. It requires the collection of an EDTA whole blood sample which requires centrifugation so that 50μL of plasma can be used for testing.

\- Discussions of clinical factors influencing the variability in VL measures across technologies are not necessary. Potential reasons for reduced accuracy of Roche DBS/FVE has been extensively discussed in literature

Answer: Removed section 3.3.

\- The recommendation of increasing correction factor or using more spots are too general and prompt the question of why this challenge has not been addressed even though is has been identified previously (low specificity)?

Answer: Pooled estimates of sensitivity and specificity based on published data up to June 2015 in the WHO HIV treatment guidelines 2016 for Roche FVE was 85% sensitivity and 94% specificity. Our study found a lower sensitivity (52%) with use of Roche FVE but specificity was comparable. The results from the technical evaluation meta-analysis in the WHO HIV molecular diagnostics toolkit to improve access to viral load testing and infant diagnostics 2019, showed a sensitivity of 95% and specificity of 94% for Roche FVE. This has shown a significant improvement since previous estimates. The meta-analysis is unpublished and there is no indication of a change in testing methodology or processing.

\- The "excellent sensitivity" note (of Alere q whole blood) is somewhat misleading without an equal highlighted note/discussion of "low specificity" of \<50%, which is consistent with previous research and suggested that the technology has not been improved over last few years??? This has an important implication for field implementation as it indicates very high/unacceptable over estimation of HIV VL leading to unnecessary retesting/confirmatory testing of treatment failure and switching regimen

Answer: Have amended discussion - Alere q whole blood assay had an excellent sensitivity of 100%, however this was offset by the specificity of only 19%. The over estimation of HIV VL would lead to unnecessary retesting/confirmatory testing of treatment failure and switching regimens. The WHO 2016 consolidated guidelines on the use of antiretroviral drugs for treating and preventing HIV infection recommend a sensitivity and specificity \>85% using DBS for virological failure.

\- Lines 199-200 please check the references

Answer: Checked reference 22 "Carmona S, Seiverth B, Magubane D, Hans L, Hoppler M. Separation of Plasma from Whole Blood by Use of the cobas Plasma Separation Card: a Compelling Alternative to Dried Blood Spots for Quantification of HIV-1 Viral Load. Journal of clinical microbiology. 2019;57(4):e01336-18" -- evaluation of plasma separation card therefore kept.

Removed reference 23 "Zeh C, Ndiege K, Inzaule S, Achieng R, Williamson J, Chang JC-W, et al. Evaluation of the performance of Abbott m2000 and Roche COBAS Ampliprep/COBAS Taqman assays for HIV-1 viral load determination using dried blood spots and dried plasma spots in Kenya. PloS one. 2017;12(6):e0179316" removed as plasma separation device/card not used to prepare dried plasma spot. Reference changed to WHO HIV molecular diagnostics toolkit to improve access to viral load testing and infant diagnostics July 2019 which includes use of plasma separation device/card.

Conclusion

\- Not clear on key messages. Again highlighting the "excellent sensitivity" without noting low specificity is misleading and based on results of this study the use of "prototype" whole blood protocol Alere q for HIV VL testing should not be "warranted" without further technology improvement and validation

Answer: See revised manuscript for revised conclusion based on recommendations.

Figures 3a/b BA plots should be revised clearly shown 95%CI of the mean deferences & LoAs

Answer: See revised Bland-Altman analysis as per reviewer recommendations.
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Thank you for submitting your manuscript to PLOS ONE. After careful consideration, we feel that it has merit but does not fully meet PLOS ONE's publication criteria as it currently stands. Therefore, we invite you to submit a revised version of the manuscript that addresses the points raised during the review process.

Remaining issues to address include those of Reviewer 1 below. In particular, the study needs to include data from after 2015. While it is true that the data presented are from the earlier time, more studies have been published and the pooled results must be addressed to make this manuscript relevant to 2020. 

The authors must also address the following issues. The samples included in the testing were all from HIV-infected individuals, although some were not detectable by the Abbott gold standard assay. The Abbott assay has both \<40cp/mL detected and \<40cp/mL not detected as result options, so it must be addressed if these two categories were combined as not detected or if they were split, putting the detected ones with the 40-1000cp/mL group. Overall, there must be a better description of how the data were compared. There is a description of the VF level, but it is unclear how that was applied to the data from samples with \<1000cp/mL as the plasma VL. The authors must be very specific: how were the data from each of the assays treated to decide if they had the correct classification? In particular, Table 2 is confusing for this reason: for the \<40 sample category, was it that 22% were correctly not detected by Alere (and the others were incorrectly detected) or that 22% were correctly detected by Alere (and the other were incorrectly not detected)? For the other groups, what was considered \"correct classification\", detected at any number or detected at a number in the same range (such as 1000-10,000)? Or were they correctly classified if they were above 1000cp/mL as the VF threshold? There are no figure legends to help describe the figures, and there are no differences in markers between the groups to see how the data in the table fit with the graphs. The authors must add more transparency to their results and calculations to make their data useful to the wider research community.
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1\. If the authors have adequately addressed your comments raised in a previous round of review and you feel that this manuscript is now acceptable for publication, you may indicate that here to bypass the "Comments to the Author" section, enter your conflict of interest statement in the "Confidential to Editor" section, and submit your \"Accept\" recommendation.

Reviewer \#1: (No Response)
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2\. Is the manuscript technically sound, and do the data support the conclusions?

The manuscript must describe a technically sound piece of scientific research with data that supports the conclusions. Experiments must have been conducted rigorously, with appropriate controls, replication, and sample sizes. The conclusions must be drawn appropriately based on the data presented.

Reviewer \#1: Yes
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3\. Has the statistical analysis been performed appropriately and rigorously?

Reviewer \#1: Yes
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4\. Have the authors made all data underlying the findings in their manuscript fully available?

The [PLOS Data policy](http://www.plosone.org/static/policies.action#sharing) requires authors to make all data underlying the findings described in their manuscript fully available without restriction, with rare exception (please refer to the Data Availability Statement in the manuscript PDF file). The data should be provided as part of the manuscript or its supporting information, or deposited to a public repository. For example, in addition to summary statistics, the data points behind means, medians and variance measures should be available. If there are restrictions on publicly sharing data---e.g. participant privacy or use of data from a third party---those must be specified.

Reviewer \#1: Yes

\*\*\*\*\*\*\*\*\*\*

5\. Is the manuscript presented in an intelligible fashion and written in standard English?

PLOS ONE does not copyedit accepted manuscripts, so the language in submitted articles must be clear, correct, and unambiguous. Any typographical or grammatical errors should be corrected at revision, so please note any specific errors here.

Reviewer \#1: Yes

\*\*\*\*\*\*\*\*\*\*

6\. Review Comments to the Author

Please use the space provided to explain your answers to the questions above. You may also include additional comments for the author, including concerns about dual publication, research ethics, or publication ethics. (Please upload your review as an attachment if it exceeds 20,000 characters)

Reviewer \#1: The authors have made great efforts to answer to the comments, and the article has improved considerably. I still have some minor comments however before the manuscript is deemed suitable for publication.

1\. In the method section, the very first sentence is in contradiction with the following. Indeed, the authors state that the goals are to compare HIV viral load results obtained with Alere q POC with plasma HIV viral load results on the one hand, and with DBS viral load results on the other hand. However, two sentences later thy mention that secondary objectives are to compare DBS viral load results to plasma viral load results.

I guess the first sentence can be removed.

2\. Line 73, when the authors say "the remaining paired CD4 sample was used for whole blood Alere q test..." I think that the terminlogy "CD4 sample was used" is not correct. Wouldn't it be more accurate to say something like "the remainis of the blood sample for CD4 measurement"?

3\. In current reference 14 (as cited in Table 1) , the limit of detection of the Abbott technique was found to be 839 copies/mL. This is also the threshold mentioned in the WHO pre-qualification document (1) This is also the technique specified in Taieb et al (PLOS one 2018) following the manufacturer's information.

4\. In the statistical method section, reference to ROC curve appears but no such result is presented. Consider removing the sentence referring to ROC curves.

5\. In the results section, lines 140-144 are strangely placed. Consider moving them before the paragraph currently starting line 132.

6\. In the discussion, I do not understand why the authors specify that they stopped their literature search in June 2015. This does not make sense in 2020. Moreover, some articles evaluating the DBS techniques of interest have been published since. These articles should also be regarded especially since some articles fou,d similar results with the Roche technique (e.g. Taieb et al. OFID 2016).

7\. I still have issues with the Bland-Altman analysis. The figure should include the 95% confidence limits of the differences. I doubt the two horizontal grey lines correspond to these limits. The figures must be amended.

\(1\) <https://www.who.int/diagnostics_laboratory/evaluations/pq-list/hiv-vrl/170830_amended_final_pr_0145_027_00.pdf>

\*\*\*\*\*\*\*\*\*\*

7\. PLOS authors have the option to publish the peer review history of their article ([what does this mean?](https://journals.plos.org/plosone/s/editorial-and-peer-review-process#loc-peer-review-history)). If published, this will include your full peer review and any attached files.

If you choose "no", your identity will remain anonymous but your review may still be made public.

**Do you want your identity to be public for this peer review?** For information about this choice, including consent withdrawal, please see our [Privacy Policy](https://www.plos.org/privacy-policy).

Reviewer \#1: No

\[NOTE: If reviewer comments were submitted as an attachment file, they will be attached to this email and accessible via the submission site. Please log into your account, locate the manuscript record, and check for the action link \"View Attachments\". If this link does not appear, there are no attachment files to be viewed.\]

While revising your submission, please upload your figure files to the Preflight Analysis and Conversion Engine (PACE) digital diagnostic tool, <https://pacev2.apexcovantage.com/>. PACE helps ensure that figures meet PLOS requirements. To use PACE, you must first register as a user. Registration is free. Then, login and navigate to the UPLOAD tab, where you will find detailed instructions on how to use the tool. If you encounter any issues or have any questions when using PACE, please email us at <figures@plos.org>. Please note that Supporting Information files do not need this step.

10.1371/journal.pone.0232345.r004

Author response to Decision Letter 1

6 Apr 2020

6\. Review Comments to the Author

Please use the space provided to explain your answers to the questions above. You may also include additional comments for the author, including concerns about dual publication, research ethics, or publication ethics. (Please upload your review as an attachment if it exceeds 20,000 characters)

Reviewer \#1: The authors have made great efforts to answer to the comments, and the article has improved considerably. I still have some minor comments however before the manuscript is deemed suitable for publication.

1\. In the method section, the very first sentence is in contradiction with the following. Indeed, the authors state that the goals are to compare HIV viral load results obtained with Alere q POC with plasma HIV viral load results on the one hand, and with DBS viral load results on the other hand. However, two sentences later thy mention that secondary objectives are to compare DBS viral load results to plasma viral load results.

I guess the first sentence can be removed.

Answer: removed as per reviewer comment.

2\. Line 73, when the authors say "the remaining paired CD4 sample was used for whole blood Alere q test..." I think that the terminlogy "CD4 sample was used" is not correct. Wouldn't it be more accurate to say something like "the remainis of the blood sample for CD4 measurement"?

Answer: amended as per reviewer comment.

3\. In current reference 14 (as cited in Table 1) , the limit of detection of the Abbott technique was found to be 839 copies/mL. This is also the threshold mentioned in the WHO pre-qualification document (1) This is also the technique specified in Taieb et al (PLOS one 2018) following the manufacturer's information.

Answer: During the period of evaluation in 2014-2015, the Abbott RealTime HIV-1 DBS revised prototype protocol was under research use and not WHO pre-qualified. The limit of detection was reported at 1000 copies/ml (Shihai Huang SC, Brian Erickson, John Salituro, Chadwick Dunn, Livhuwani Nxumalo, Jeffrey Wuitschick, Jens Dhein. Improved Performance of the New Prototype Automated Abbott RealTime HIV-1 DBS Viral Load Assay: Potential Use in Expanded Viral Load Testing in Resource Limited Setting. ASLM2014) . Detectable results below the limit of detection were reported as \<1000 copies/ml. WHO pre-qualification and CE marking of the one spot Abbott RealTime HIV-1 DBS protocol was done in 2016 in which the limit of detection was found to be 839 copies/ml (WHO prequalification of diagnostics programme public report 2016 and Tang N, Pahalawatta V, Frank A, Bagley Z, Viana R, Lampinen J, et al. HIV-1 viral load measurement in venous blood and fingerprick blood using Abbott RealTime HIV-1 DBS assay. Journal of Clinical Virology. 2017;92:56-61). Field evaluation by Taieb et al (PLOS one 2018) was done in 2017. Will remove reference Tang et al from Table 1 and discuss it under section 2.2 laboratory testing.

4\. In the statistical method section, reference to ROC curve appears but no such result is presented. Consider removing the sentence referring to ROC curves.

Answer: Removed sentence referring to ROC curves.

5\. In the results section, lines 140-144 are strangely placed. Consider moving them before the paragraph currently starting line 132.

Answer: Lines 140-144 are notes summarizing table 2. Can move it as per reviewer's comment.

6\. In the discussion, I do not understand why the authors specify that they stopped their literature search in June 2015. This does not make sense in 2020. Moreover, some articles evaluating the DBS techniques of interest have been published since. These articles should also be regarded especially since some articles fou,d similar results with the Roche technique (e.g. Taieb et al. OFID 2016).

Answer: Have included more recent studies and references as suggested. Pooled estimates of sensitivity and specificity have been changed to include more recent estimates reported in the World Health Organisation HIV molecular diagnostics toolkit to improve access to viral load testing and infant diagnosis 2019.

7\. I still have issues with the Bland-Altman analysis. The figure should include the 95% confidence limits of the differences. I doubt the two horizontal grey lines correspond to these limits. The figures must be amended.

Answer: Have amended figures as advised.

\(1\) <https://www.who.int/diagnostics_laboratory/evaluations/pq-list/hiv-vrl/170830_amended_final_pr_0145_027_00.pdf>
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Dear Dr. Khan,

We are pleased to inform you that your manuscript has been judged scientifically suitable for publication and will be formally accepted for publication once it complies with all outstanding technical requirements.

Within one week, you will receive an e-mail containing information on the amendments required prior to publication. When all required modifications have been addressed, you will receive a formal acceptance letter and your manuscript will proceed to our production department and be scheduled for publication.

Shortly after the formal acceptance letter is sent, an invoice for payment will follow. To ensure an efficient production and billing process, please log into Editorial Manager at <https://www.editorialmanager.com/pone/>, click the \"Update My Information\" link at the top of the page, and update your user information. If you have any billing related questions, please contact our Author Billing department directly at <authorbilling@plos.org>.

If your institution or institutions have a press office, please notify them about your upcoming paper to enable them to help maximize its impact. If they will be preparing press materials for this manuscript, you must inform our press team as soon as possible and no later than 48 hours after receiving the formal acceptance. Your manuscript will remain under strict press embargo until 2 pm Eastern Time on the date of publication. For more information, please contact <onepress@plos.org>.

With kind regards,

Julie AE Nelson, PhD

Academic Editor

PLOS ONE

Additional Editor Comments (optional):

Reviewers\' comments:

Reviewer\'s Responses to Questions

**Comments to the Author**

1\. If the authors have adequately addressed your comments raised in a previous round of review and you feel that this manuscript is now acceptable for publication, you may indicate that here to bypass the "Comments to the Author" section, enter your conflict of interest statement in the "Confidential to Editor" section, and submit your \"Accept\" recommendation.

Reviewer \#1: All comments have been addressed

\*\*\*\*\*\*\*\*\*\*

2\. Is the manuscript technically sound, and do the data support the conclusions?

The manuscript must describe a technically sound piece of scientific research with data that supports the conclusions. Experiments must have been conducted rigorously, with appropriate controls, replication, and sample sizes. The conclusions must be drawn appropriately based on the data presented.

Reviewer \#1: Yes

\*\*\*\*\*\*\*\*\*\*

3\. Has the statistical analysis been performed appropriately and rigorously?

Reviewer \#1: Yes

\*\*\*\*\*\*\*\*\*\*

4\. Have the authors made all data underlying the findings in their manuscript fully available?

The [PLOS Data policy](http://www.plosone.org/static/policies.action#sharing) requires authors to make all data underlying the findings described in their manuscript fully available without restriction, with rare exception (please refer to the Data Availability Statement in the manuscript PDF file). The data should be provided as part of the manuscript or its supporting information, or deposited to a public repository. For example, in addition to summary statistics, the data points behind means, medians and variance measures should be available. If there are restrictions on publicly sharing data---e.g. participant privacy or use of data from a third party---those must be specified.

Reviewer \#1: Yes

\*\*\*\*\*\*\*\*\*\*

5\. Is the manuscript presented in an intelligible fashion and written in standard English?

PLOS ONE does not copyedit accepted manuscripts, so the language in submitted articles must be clear, correct, and unambiguous. Any typographical or grammatical errors should be corrected at revision, so please note any specific errors here.

Reviewer \#1: Yes

\*\*\*\*\*\*\*\*\*\*

6\. Review Comments to the Author

Please use the space provided to explain your answers to the questions above. You may also include additional comments for the author, including concerns about dual publication, research ethics, or publication ethics. (Please upload your review as an attachment if it exceeds 20,000 characters)

Reviewer \#1: (No Response)

\*\*\*\*\*\*\*\*\*\*

7\. PLOS authors have the option to publish the peer review history of their article ([what does this mean?](https://journals.plos.org/plosone/s/editorial-and-peer-review-process#loc-peer-review-history)). If published, this will include your full peer review and any attached files.

If you choose "no", your identity will remain anonymous but your review may still be made public.

**Do you want your identity to be public for this peer review?** For information about this choice, including consent withdrawal, please see our [Privacy Policy](https://www.plos.org/privacy-policy).

Reviewer \#1: No
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Comparison of Alere q whole blood viral load with DBS and plasma viral load in the classification of HIV virological failure

Dear Dr. Khan:

I am pleased to inform you that your manuscript has been deemed suitable for publication in PLOS ONE. Congratulations! Your manuscript is now with our production department.

If your institution or institutions have a press office, please notify them about your upcoming paper at this point, to enable them to help maximize its impact. If they will be preparing press materials for this manuscript, please inform our press team within the next 48 hours. Your manuscript will remain under strict press embargo until 2 pm Eastern Time on the date of publication. For more information please contact <onepress@plos.org>.

For any other questions or concerns, please email <plosone@plos.org>.

Thank you for submitting your work to PLOS ONE.

With kind regards,

PLOS ONE Editorial Office Staff

on behalf of

Dr. Julie AE Nelson

Academic Editor

PLOS ONE
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